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In this paper, a low-cost, rapid, automated centrifugal microfluidic chip for biochemical analysis was 

channels and micro-siphon valves, the chip combines the pre-treatment of samples, sample transportation and the reaction 

processes between sample and biochemical reagent. The results are obtained by colorimetric detection. It is shown that 

biochemical analysis can satisfy the clinical testing requirements.
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